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Dilution 1 2 3 4 5 6 7
Concentration | 1x10? | 1x102? | 1x10® | 1x10* | 1x10° | 1x10° | Ix107
N° of copies 1x107 1x10° 1x10° 1x10* 1x10° 1x10% 1x10?
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Target Name Sample Name Reporter Ct values
1 FAM 12,86
2 FAM 15,34
3 FAM 20,64
Avian infectious bronchitis virus 4 FAM 22,87
Variant Massachusetts 5 FAM 2545
6 FAM 28,35
7 FAM 32,28
Negative Control FAM Undetermined
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Standard Curve

Log Starting Quantity

Q Standard
> Unknown
—— FAM  E=104,1% R"2=0,998 Slope=-3,227 y-int=33,177
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