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Dilution 1 2 3 4 5 6 7
Concentration | 1x10! | 1x102 | 1x10° | 1x10* | 1x10° | 1x10° | 1x107
N° of copies 1x107 | 1x10° | 1x10° | 1x10* | 1x10® | 1x10* | 1x10!
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Target Name Sample Name Reporter Ct values
1 FAM 12,34
2 FAM 15,57
Avian leukosis virus Rous sarcoma 2 EAM 19;86
virus 4 FAM 23,13
5 FAM 26,47
6 FAM 30,97
i FAM 33,75
Negative Control FAM Undetermined
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Standard Curve

Log Starting Quantity

QO Standard
X Unknown
—— FAM  E=953% R*2=0,989 Slope=-3,439 y-int=31512

Certificate validated by:
BQ. Benjamin Catalan Soto - BQ. Rodrigo Iturra Barra
Quality Control Managers



