Quality Control

BioinGentect
Biotechnology

Dilution 1 2 3 4 5 6 7
Concentration | 1x10? | 1x10? | 1x107 | 1x10* | 1x10° | 1x10° | 1x107
N° of copies 1x10" | 1x10° | 1x10° | 1x10* | 1x10° | 1x10? | 1x10!

IAS : 4
ACCREDITED il
STAREGISTER

BioinGentec
Biotechnology

Target Name Sample Name Reporter Ct values

) 1 ROX 12,83

2 ROX 15,711

3 ROX 20,63

Bluetongue virus serotype 4 4 ROX 23,01
5 ROX 26,53

6 ROX 29,38

7 ROX 32,54

Negative Control ROX Undetermined
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Standard Curve
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O Standard
2 Unknown
—— Texas Red E=113,9% R*2=0,998 Slope=-3,029 y-int=32 466

Certificate validated by:
BQ. Benjamin Catalan Soto - BQ. Rodrigo Iturra Barra
Quality Control Managers



