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PCR Kit Quality Control Certificate

Pathogen

Candida tropicalis

Table 1: Concentration in ng/uL of the sample control and its dilutions.
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Figure 1: Logarithmic amplification curves for Candida tropicalis




W STAREGISTER B i (0] i n G e nt
Biotechnology

Amplification

2500

2000

1500

RFU

1000 b

500

Cycles

Figure 2: Standard amplification curves for Candida tropicalis
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Figure 3: Standard curve for Candida tropicalis
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Summary of Ct values

Table 2: Ct values obtained for each dilution of the sample control.

Target Name Sample Name Reporter Ct values
1 CY5 14,26
2 CY5 17,42
3 CY5 20,93
4 CY5 23,80
Candida tropicalis 5 CY5 27,02
6 CY5 30,26
7 CY5 33,90
8 CY5 37,08
Negative Control CY5 Undetermined




