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PCR Kit Quality Control Certificate

Pathogen
Citrus Exocortis Viroid (CEVd)

Table 1: Concentration in ng/uL of the sample control and its dilutions.
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Figure 1: Logarithmic amplification curves for Citrus Exocortis Viroid (CEVd)
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Figure 2: Standard amplification curves for Citrus Exocortis Viroid (CEVd)

Standard Curve

l @ T T T T T T
301 L T . IR R R L]

PR S D T S S T

201 i ERPTR T : R U TR PTPPR ERPR R

15 L. ................ U ................ ................. “@%R .......... ]

Log Starting Quantity

() Standard
> Unknown
—— FAM  E=100,8% R"2=0,59% Slope=-3,302 y-int=38 482

Figure 3: Standard curve for Citrus Exocortis Viroid (CEVd)
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Summary of Ct values

Table 2: Ct values obtained for each dilution of the sample control.

Target Name Sample Name Reporter Ct values
1 FAM 12,08
2 FAM 15,39
3 FAM 18,78
4 FAM 22,05
Citrus Exocortis Viroid (CEVd) 5 FAM 25,29
6 FAM 28,69
7 FAM 31,54
8 FAM -
Negative Control FAM Undetermined

Certificate validated by:
BQ. Benjamin Catalan - BQ. Rodrigo Iturra Barra
Quality Control Managers
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