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Pathogen

Lactobacillus iners

Table 1: Concentration in ng/uL of the sample control and its dilutions.

1x10! 1x102 1x107 1x10* 1x107 1x10° 1x10°

N° of

. 1x107 1x10° 1x10° 1x10* 1x10° 1x10? 1x10!
copies

Amplification

RFU

2 4/ Z — i i
0 10 20 30 40
Cycles

Figure 1: Logarithmic amplification curves for Lactobacillus iners
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Figure 2: Standard amplification curves for Lactobacillus iners
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Figure 3: Standard curve for Lactobacillus iners
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Summary of Ct values

Table 2: Ct values obtained for each dilution of the sample control.

Target Name Sample Name Reporter Ct values
1 FAM 12,46
2 FAM 15,84
3 FAM 19,39
Lactobacillus iners 4 FAM 22,51
5 FAM 26,18
6 FAM 29,36
7 FAM 33,35
Negative Control FAM Undetermined




